
Baxter Healthcare Corporation
Route 120 and Wilson Road
Round Lake, Illinois 60073
847.546.6311

Baxter

February 16, 2006

RE: Follow-up to Urgent Device Correction dated November 7,2005

Affected Product:
. Baxter 6060 Multi-Therapy Infusion Pump, Product Codes 2M9832, 2M9832P,

2M9832R
. Sabratek 6060 Homerun@ Infusion Pumps, Product Codes 606000, 606000-40,

606000-40L, and 606000-40\

Dear Director of Biomedical Engineering:

On November 7, 2005, Baxter sent an Urgent Device Correction letter concerning the
above-identified pumps. The November 7th letter explained that pumps with specific serial
numbers would need to have circuit boards replaced when new boards became available.
The purpose of this communication is to advise you that Baxter now has a sufficient
quantity of replacement circuit boards to begin the repairs. Please be aware that pumps
serviced in the Repair Service Depot since November 8, 2005, have already had the
replacement boards installed. Please take the following immediate actions:

1. Please review Attachment 1 for the most recent list of serial numbers for your facility.
The serial number list was updated with the status of the pump(s) as of February 13,
2006.

2. Please contact Baxter at 1-800-THE-PUMP (1-800-843-7867) to schedule the return
of any 6060 Infusion Pump that requires replacement of the circuit board.

3. Please complete the attached reply form confirming your receipt of this letter and fax
it back to Baxter at the number provided on the form. Returning the form promptly
will prevent you from receiving a repeat notice.

If you no longer have the identified pumps, please fill out the appropriate section of the
Customer Reply Form.

If you distribute the identified pumps to other facilities, or if you are a dealer, wholesaler or
distributorlreseller of any of the affected products, please notify your customers of this
action so they can comply with the actions listed above.
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